New developments in the measurement of CO-oximetry.
The CO-oximeter (HEMOXIMETER) in the ABL 700 is described with respect to construction and parameters. Factors affecting stability and accuracy are discussed. Artificial blood substitutes and their effect on the oximetric data are discussed.